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Radio-frequency (RF) breakdown analysis and location are critical for successful development of high-gradient 
traveling-wave (TW) accelerators, especially those expected to generate high-intensity, high-power beams. 
Compared with commonly used schemes involving dedicated devices or complicated techniques, a conve- 
nient approach for breakdown locating based on transmission line (TL) theory offers advantages in the typical 
constant-gradient TW-accelerating structure. To deliver such an approach, an equivalent TL model has been 
constructed to equate the TW-accelerating structure based on the fundamental theory of the TL transient re- 
sponse in the time domain. An equivalence relationship between the TW-accelerating structure and the TL 
model has been established via analytical derivations associated with grid charts and verified by TL circuit 
simulations. Furthermore, to validate the proposed fault-locating method in practical applications, an elaborate 
analysis via such a method has been conducted for the recoverable RF-breakdown phenomena observed at an 
existing prototype of a TW-accelerating-structure-based beam injector constructed at the Huazhong University 
of Science and Technology. In addition, further considerations and discussion for extending the applications 
of the proposed method have been given. This breakdown-locating approach involving the transient response 
in the framework of TL theory can be a conceivable supplement to existing methods, facilitating solution to 


construction problems at an affordable cost. 
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I. INTRODUCTION 


In recent years, with the development of high-power radio- 
frequency (RF) sources as well as microwave devices, rapid 
growth has been witnessed in high-gradient traveling-wave 
(TW) accelerators in support of various scientific applica- 
tions [1-5], such as high-energy colliders, free electron lasers 
(FELs), and synchrotron radiation. However, for commercial 
and civil use, the accelerator facility is expected to be con- 
fined within a relatively small scale, which means the length 
of the TW structure should be reduced by further increasing 
the accelerating gradient [6]. Furthermore, from the perspec- 
tive of accelerator-based industrial applications, a high repeti- 
tion rate and even continuous wave operations are required for 
generating high-intensity, high-power beams [7-9]. In other 
words, adequate accelerating fields are supposed to be estab- 
lished in such TW structures by feeding a high RF power with 
a high work ratio. 

However, after being fed into the accelerating structure, the 
RF power dissipates along its inner wall, and the associated 
pulsed RF heating, along with field emission, is considered to 
be a limiting factor in the design of room-temperature high- 
gradient accelerators [10]. Such pulsed heating induces not 
only cavity deformation but also vacuum arcing or break- 
down [11-12] becoming dramatically serious at high work ra- 
tios. Consequently, efforts have been made to analyze and re- 
duce its influences [7,13]. Breakdown, which mainly depends 
on conductor materials, machining accuracy, and vacuum 


* Supported by the National Natural Science Foundation of China (No. 
11905074) 

+ Corresponding author, Tongning Hu, Huazhong University of Science and 
Technology, TongningHu @hust.edu.cn. 


level, is one of the primary phenomena limiting the achiev- 
able accelerating gradient in normal-conducting RF structures 
[6,12]. To make the TW-accelerating structure suitable for 
normal operations, a process of gradually increasing fed-in 
power, namely, RF conditioning, is commonly deployed af- 
ter a long period of vacuuming [14-15]. Most of the break- 
downs caused by gas ionization and machining burrs can be 
avoided by sufficient RF conditioning under the conditions of 
both low and high power. However, in the case of high gradi- 
ent or high work ratio, there will still be occasional ignition, 
which might affect the normal operation of the accelerator 
and even cause permanent damage to the RF structure, while 
associated reflection power might destroy the microwave de- 
vice or even the RF source [16]. Therefore, it is vital to find 
the breakdown position and analyze the cause, thereby main- 
taining beam quality and ensuring machine safety but also 
helping us to understand the underlying physics of TW accel- 
erator. This will then drive continuing interest in further im- 
provement in cases of higher gradient and higher power and 
even guide the in-depth development of X-band and higher 
frequency TW accelerators [17-18]. 


Extensive efforts especially over the past decade, involving 
both simulations and experiments, have been made to identify 
and analyze the formation mechanism and underlying physics 
of RF breakdown [19-22]. Many works have contributed 
greatly to the in-depth study of RF breakdown physics and 
the improvement of accelerator facilities [23-26]. Because the 
experimental results are significant for evaluating the simula- 
tion models and improving practical engineering, a consider- 
able number of dedicated devices and techniques have been 
developed to conduct online diagnostics of RF breakdowns 
[27-31]. Unfortunately, most of them are inevitably accom- 
panied by complex peripheral subsystems, which lead to an 
enlarged facility scale as well as extra economic costs, not to 


mention other costs of necessary upgrades for existing facili- 
ties. However, for constructed accelerators, if the breakdown 
is recoverable and does not cause permanent damage, com- 
pared to disassembling the facility, it is preferred to analyze 
the phenomenon and identify the cause online, bringing com- 
mensurate cost savings. One attractive approach is employing 
predictive methods to limit the impact of the breakdowns [6, 
32], such as using data-driven machine learning algorithms, 
which have been recently applied for design, commissioning, 
and diagnosis in the accelerator field [33-36]. Nevertheless, 
such machine learning-based predictions require a consider- 
able volume of data to form the training set. Therefore, it is 
imperative to seek a more convenient and cost-efficient ap- 
proach with the lowest possible cost to analyze and locate RF 
breakdowns in TW-accelerating structures. 

According to the fundamental theory upon which TW ac- 
celerators are based, the entire TW-accelerating structure can 
be regarded as a transmission line (TL) with accelerating volt- 
age traveling at group speed, while the voltage presents as a 
TW. Therefore, it is logical to introduce fault-locating meth- 
ods based on the TL theory used in power and signal sys- 
tems [37-40]. This context concentrates on investigating an 
equivalence relation between the TW-accelerating structure 
and the TL by recalling the fundamental TL theory and ex- 
ploring how to apply the TL-based fault-locating method to 
the TW-accelerating structure. In this method, circuit sim- 
ulations are conducted and analytical derivations associated 
with grid charts are formulated. In addition, the RF break- 
down phenomena, which have been observed at a prototype 
of an TW-accelerating-structure-based injector constructed at 
the Huazhong University of Science and Technology (HUST 
injector) [41-42], are reviewed and taken as an example for 
validating the proposed method. Moreover, we also discuss 
how to further extend the proposed approach. 


II. FAULT-LOCATING METHOD BASED ON TL THEORY 


As mentioned in Section I, the approaches based on TW 
and TL theories are commonly applied for fault locating in 
both power and signal systems. Among such approaches, 
the pulse-reflection method is widely used in TLs owing to 
its simplicity and low cost [43-44]. In this method, a volt- 
age pulse is applied to the faulty line and traverses as a TW 
therein. When it arrives at the fault point, both reflection and 
transmission phenomena will occur at the same time. Then, 
by measuring and analyzing the voltage waveform at the ini- 
tial terminal of the TL, the location of the fault point can be 
determined. Nevertheless, when the TL is very short, even 
the wave propagation time is close to the applied pulse width, 
and overlap of incident and reflected pulses will inevitably 
occur at the line. It thus becomes necessary to shorten the 
pulse. However, the high-frequency components of such 
short pulses will be lost, and the voltage waveform will be 
distorted as it traverses the line, which might cause informa- 
tion loss and a reduction in the accuracy of fault locating [43]. 

To clearly explain the fundamental principle of the pulse- 
reflection method, grid charts are introduced here to intu- 


itively illustrate the transmission and reflection processes of 
the TW in the faulty TL. For the sake of simplification, mul- 
tireflections are not considered by assuming that both termi- 
nals of the line are always matched. For a specific TL with a 
fixed fault point, according to different widths of the incident 
pulse, there might be two different kinds of voltage wave- 
forms at the initial terminal. These correspond to short-pulse 
and the long-pulse cases, with the wave processes being illus- 
trated by the grid charts in Figs. 1(a) and 1(b), respectively. In 
the figure, the horizontal axis represents the longitudinal loca- 
tion on the TL of length l, with the starting point set to z = 0 
and the fault point at z = x. The vertical axis represents the 
times at different longitudinal locations. As shown in Figs. 
1(a) and 1(b), the incident pulse is input to the initial terminal 
at time t = 0, and when its front edge reaches the position 
z = x, a fault occurs after a cumulative time ts. Then, both 
transmission and reflection will occur at z = x, and the front 
edge of the reflected pulse will arrive at the initial terminal at 
t= th. 


Fig. 1. Schematics of the pulse-reflection method applied in faulty 
TLs: wave processes via grid charts under (a) a short pulse and (b) 
a long pulse; voltage waveforms at the initial terminal under (c) a 
short pulse and (d) a long pulse. 


In addition, it is noteworthy that, for the TW-accelerating 
structure, RF breakdown will cause the local vacuum to de- 
teriorate at the fault location, resulting in a lower breakdown 
threshold, which in turn leads to continuous discharge for the 
duration of the RF pulse. Therefore, only when the incident 
power is turned off will the surface electric field required for 
breakdown generation disappear, and then the vacuum can be 
slowly recovered. That is, once the breakdown occurs, the 
fault cannot be recovered within the RF pulse duration. The 
corresponding wave process is exactly the same as that in the 
faulty TL, as demonstrated in Fig. 1(b). 

For the short pulse, the emitted time of its trailing edge 
,t,, would be earlier than the arrival time of the front edge of 
the reflected pulse, t}. The voltage waveform established at 


the initial terminal can be represented as two separated pulses 
with opposite amplitudes, as plotted in Fig. 1(c), and both 
of them have the same width as the initial incident pulse. In 
contrast, for the long-pulse, the emitted time of its trailing 
edge, tą would be later than t4, in which case the waveform 
observed at the initial terminal looks like that in Fig. 1(d), and 
there is an overlap between the incident and reflected pulses. 

The time difference between the trailing edges of the inci- 
dent and reflected pulses, (ti — t+) is the time for the TW to 
make a round-trip from the initial terminal to the fault point. 
Because it’s feasible to measure the trailing edges of the two 
pulses at the initial terminal by using an oscilloscope, the fault 
location can be obtained from 


1 1 
T = 5 (t, — tt), (1) 


where v is the wave velocity in the TL. Note that, in the long- 
pulse case, because of the inevitable overlap between the inci- 
dent and reflection waves, the negative pulse in the waveform 
at the initial terminal will be shortened, while an amplitude 
step will appear in the positive pulse. Moreover, when the 
fault point is a short-circuit fault and total reflection is gener- 
ated, the voltage waveform at the initial terminal also appears 
as two separated inverse pulses, but the width of the positive 
pulse is smaller than that of the original incident pulse, en- 
abling it to be distinguished from the short-pulse case. There- 
fore, before applying such a pulse-reflection method for fault 
locating, it is necessary to first judge the application case 
according to the width and amplitude of the positive pulse 
caught by the oscilloscope at, and then identify the trailing 
edges of the positive and negative pulses from the observed 
waveform. Finally, Eq. (1) can be used to solve for the fault 
distance. Note that, when the terminals of the TL are no’t 
matched, multiple reflections will occur in the TL, which is a 
complex problem and is beyond the scope of this study. 


II. APPLYING THE PULSE-REFLECTION METHOD TO 
A TW-ACCELERATING STRUCTURE 


A. General Description 


According to the basic theory of RF accelerators, in the 
constant-gradient TW-accelerating tube with a constant phase 
velocity, the accelerating voltage established by fed-in RF 
power is invariant along the longitudinal position. Although 
the dissipated power values in the individual cells are differ- 
ent from each other, from the view of the amplitude of the ac- 
celerating voltage, it is conceivable to regard the entire struc- 
ture as a lossless TL. Furthermore, because the RF signal fed 
into the accelerator is modulated by a square wave, the excita- 
tion source can also be equivalent to the square wave by ignor- 
ing the inner RF oscillation. Therefore, by using the transient 
response of the TL described in Section II and analyzing the 
delay time between the wave edges, the fault location inside 
the TW-accelerating structure can be determined. 

In a lossless TL, the wave velocity should correspond to the 
group velocity of the TW-accelerating structure. The latter di- 
rectly relates to the time it takes to establish the field, namely, 


the filling time of the TW-accelerating structure, which is also 
the arrival time of the front edge of the square wave prop- 
agating in the TL. However, the group velocity varies for 
each cell of the TW structure, which means that the equiv- 
alent TL is nonuniform. However, as a constant-phase and 
constant-gradient structure, each cell of the TW-accelerating 
structure has the same length Le, and the group velocity of 
each cell decreases monotonically along the longitudinal po- 
sition. Consequently, it is conceivable to make each cell of 
the TW-accelerating structure be equivalent to a segment of 
the TL. Fig. 2(a) shows the group velocity distribution of 
a classical SLAC-like TW-accelerating structure. The wave 
velocity of the it? segment equals the group velocity of the 
it cell, defined by vgi. Therefore, the final wave velocity 
will be a comprehensive result of multiple different velocities 
Ugi. The grid chart shown in Fig. 2(b) demonstrates such an 
equivalent effect. 
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Fig. 2. (a) Group velocity and attenuation factor distributions of 
the 3-m SLAC TW-accelerating structure. (b) Wave process in its 
equivalent TL model. 


As can be seen from Fig. 2(b), although the wave velocities 
Ugi Of the segments are different from each other, the broken 
lines are monotonic. Therefore, under the condition that the 
wave propagation distance and time are fixed, the broken line 
representing the wave process in the multisegment TL can be 
connected end to end (as shown by the green dashed-dotted 
line), and its slope corresponds to the overall wave velocity. 
Then, if the fault occurs in the Nin segment, the round-trip 
time of the TW front edge between the initial terminal and 
the fault point is 


Lhe 
ty = 2L X —+—, (2) 


where Ly is the distance between the upper end and the spe- 
cific fault position inside the Nt? segment, which denotes the 
exact fault location inside the fault segment. Obviously, be- 
cause there a’re two variables N and L, to solve for, it’s in- 
convenient to directly solve Eq. (2) only from the known v9; 
and Le, as well as the measured tz. Nevertheless, the round- 
trip time of the wave from the initial terminal of the entire TL 
to the lower end of each segment N can be calculated in turn 
to construct a data table. The number of the fault segment can 
then be determined by consulting the data table. Finally, Ly 
can be solved by substituting the known quantities v,;, Le, 
tz, and N into Eq. (2). 


B. Simulation Verification Using the TL model 


As analyzed in the previous subsection, the constant- 
gradient TW-accelerating structure can be equivalent to a 
whole TL consisting of a cascade of uniform segments with 
different wave velocities. The RF breakdown occurring in 
the TW-accelerating structure then corresponds to a low- 
resistance or short-circuit fault in the TL. Moreover, it is fea- 
sible to adopt a delay switch to the fault resistance to simulate 
the start time of the RF breakdown. The corresponding equiv- 
alence relationships of the main parameters are listed in Table 
1. 


Table 1. Equivalence between the TW-accelerating structure and the 
TL 


Parameters in the Parameters in the 


TW-accelerating structure equivalent TL Value 
Pulse width Pulse width 4 us 
Fault delay time Break donn 2.5 us 
occurring time 
; ; 0.007c- 
Wave velocity Group velocity 0.0208c 
Filling time Propagation time 7.62 us 


To verify such equivalence, simulations were conducted in 
MATLAB Simulink by constructing a distributed-parameter 
circuit with a cascade of uniform lossless TL segments, as 
shown by Fig. 3(a). For the sake of consistency, both termi- 
nals of the entire TL are matched in the simulation model, and 
the velocity and propagation time for each segment is equal 
to those of the SLAC TW-accelerating structure mentioned 
in the previous subsection. Because each segment is uniform 
and lossless, for all the segments, both the resistance and the 
leakage conductance per unit length can be set to zero, while 
the inductance and the capacitance per unit length of the ¿th 
segment, L; and C;, need be set under the constraint of 


Moreover, L; and C; should also be specially set to avoid 
inner multireflection in the simulation model. Given a pulse 


with a high voltage of 400 V being sent from the source and 
a low resistance occurring in the 21% segment after a delay 
time of 2.5 us from the front edge of the pulse, the voltage 
waveform as shown in Fig. 3(b) can be observed after the 
reflected wave reaches the initial terminal. 
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Fig. 3. (a) Simulation model of a multisegment TL. (b) Simulated 
voltage waveform at the initial terminal. 


The simulated waveform given in Fig. 3(b) is consistent 
with the schematic graph shown in Fig. 1(d). Therefore, 
according to the basic theory of the pulse-reflection method 
introduced in Section II, as well as the equivalence relation- 
ship derived in Subsection II.A, after identifying the trailing 
edges and measuring their time difference, the fault location 
can be determined from Eq. (2). By substituting the simu- 
lation results, the fault location can then be judged to be the 
21% segment, which is consistent with the initial setup. 


Note that the delay time when the fault occurs is useless 
in the fault-locating method. In addition, it is worth noting 
that, by using a long TL model with an overall velocity cor- 
responding to that in Fig. 2(b), the same voltage waveform 
can be obtained at the initial terminal, which can further ver- 
ify the underlying logic of the equivalences between the TW- 
accelerating structure and the TL model and validate the fea- 
sibility of the fault-locating method proposed in this context. 


IV. APPLICATION OF THE PULSE-REFLECTION 
METHOD FOR THE HUST INJECTOR 


As mentioned in the previous section, under reasonable 
equivalences, the pulse-reflection method can be applied to 
locate the RF breakdown in the TW-accelerating structure. 
To further verify such an approach, analysis of the RF break- 
down has been performed at the HUST beam injector by us- 
ing the theoretical framework proposed above. 


A. Brief Introduction to the HUST Injector 


As reported in previous publications [38-39, 47-48], HUST 
THz-FEL is proposed to generate high-power, continuously 
tunable THz radiation, while the beam injector needs have 
the ability to provide high-performance driven beams that are 
comparable to photocathode injectors. However, because the 
HUST THz-FEL is intended for industrial and commercial 
use, both the injector and the entire facility must be con- 
fined within an acceptable scale. Consequently, an ITC-based 
pre-injector has been adopted in the constructed prototype of 
the HUST injector. Moreover, a SLAC-like constant-gradient 
TW-accelerating structure with 23 cells has been installed 
downstream to boost the beam energy to 14 MeV. In addi- 
tion, for facility compactness and cost efficiency, dedicated 
insertion devices for beam diagnosis, which might involve 
complex peripheral subsystem, are avoided in the prototype. 
Therefore, efforts have been made to conduct indirect esti- 
mations for the beam properties under the existing conditions 
based on underlying accelerator physics. 

Nevertheless, for necessary measurements, two fast current 
transformers (FCTs) were exploited to measure macro-pulse 
currents upstream and downstream of the TW-accelerating 
structure, as illustrated by Fig. 4(a). Meanwhile, a directional 
coupler, which is utilized to measure forward and reverse RF 
powers, has been installed on the waveguide connected to 
the TW-accelerating structure for feeding the RF power. It 
is worth mentioning that, as illustrated by Fig. 4(b), coaxial 
absorbing loads were applied at the last four cells of the TW- 
accelerating structure instead of a traditional output RF cou- 
pler, while previous research indicated that the structure can 
achieve a more compact layout as well as more symmetric 
accelerating fields. However, to absorb residual power at the 
end of the TW-accelerating structure, the coaxial loads must 
be able to withstand high dissipated power and be able trans- 
fer it to a thermal loss. The corresponding thermal analysis is 
shown in Fig. 4(c). 

After adequate RF conditioning, the TW-accelerating 
structure at the HUST injector worked normally for several 
months. However, after a subsequent replacement of an in- 
vacuum device, RF breakdown has been observed again af- 
ter a fast increase of modulator voltage during a relaunched 
process of RF conditioning, and such a phenomenon also ap- 
pears at a high repetition of the RF power. Given that suffi- 
cient RF conditioning has been conducted before, and that the 
RF breakdown is repeatable, which means that no permanent 
damage has been caused in the TW tube, it was preliminarily 
determined that this phenomenon is related to the absorbing 
loads at the end of the TW-accelerating structure. These may 
adsorb a large amount of gas when destroying the vacuum, 
but the gas released at low power is limited, and the down- 
stream vacuum pump cannot pump fast enough. As a result, 
when the thermal load increases, the gas released therein has 
no time to be removed and thus generates ionization ignition 
under the high-gradient RF field. However, once the power 
is reduced, the TW-accelerating structure can be restored to 
normal operation. 

Based on the above analysis, the downstream pump of the 
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Fig. 4. (a) Sketch of the TW-accelerating structure with measure- 
ment equipment installed on the HUST injector. (b) Structure sketch 
of the absorbing loads. (c) Thermal calculation result of the last four 
cells of the TW-accelerating structure. 


TW accelerator with a speed of 50 L/s has been replaced by 
a new pump with the speed of 100 L/s. In the process of sub- 
sequent vacuuming and RF conditioning, the gas adsorbed 
in the collinear load was almost fully released, and the gas- 
excited occasional ignition was quickly pumped away by the 
high-speed pump. After over 70 days, according to statistical 
results, the breakdown rate was reduced from 50/h to 1/h un- 
der the same conditions. Moreover, after sufficient condition- 
ing and vacuuming over a year, the amount of gas molecules 
adsorbed by the collinear load were greatly reduced, and, in 
subsequent operation, such breakdowns did not occur again. 
The validates the reasonableness of the preliminary judgment. 
A more detailed analysis will be given in the following sub- 
sections. 


B. Preliminary Analysis of RF Breakdown at the HUST 
Injector 


To clarify the above fault judgment, both the beam and 
RF signals, which were recorded at the same time as the RF 


breakdown occurred, are analyzed here. 
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Fig. 5. (a) Beam signals when RF breakdown occurs (where Mod is 
the voltage signal of the modulator, Kly is the reflected power signal 
detected at the klystron, and FCT1 and FCT2 denote the beam cur- 
rents upstream and downstream of the TW structure, respectively). 
(b) RF power signals when RF breakdown occurs (where Pre+ is the 
power signal injected into the pre-bunching cavity installed upstream 
of the TW structure, Kly+ is the forward power signal detected at the 
klystron, and Acc+ and Acc- denote the forward and reflected power 
signals respectively). 


As can be seen from Fig. 5(a), when RF breakdown occurs, 
electron beams can be detected by the two FCTs installed up- 
stream (the cyan curves, namely, FCT1) and downstream (the 
magenta curves, namely, FCT2) of the TW-accelerating struc- 
ture. Note that the amplitudes of the two beam signals are 
opposite. This is because both originated from the ignition 
beam at the fault location but were accelerated and emitted 
toward two opposite directions. In other words, two standing- 
wave accelerating fields, which are isolated by the fault point, 
are established in the TW-accelerating structure. Although 
there’s no power detector settled downstream of the TW- 
accelerating structure, RF signals detected upstream shown 
in Fig. 5(b) (the magenta curves, namely, Acc-) demonstrate 
that the reflected power is no longer zero, which proves the es- 
tablishment of the standing-wave field between the entrance 
and the fault location of the TW-accelerating structure. 

Furthermore, by opening the persistence displaying mode 
of the oscilloscope, one can conveniently observe the dy- 
namic change process of the reflected signal with time. As 
recorded by Acc- in Fig. 5(b), after the first reflected power 
pulse (labeled 1%) caused by the first RF breakdown, the 


reflected pulse will be observed with each subsequent inci- 
dent RF pulse and ignition beam. To demonstrate this more 
clearly, the subsequent reflected pulses are successively la- 
beled 2"¢, 314, 4tb, and 5t? in Fig. 5(b). Moreover, the front 
edge of the reflected pulse moves forward step by step, while 
the trailing edge almost remains in the same position. The 
latter phenomenon indicates that RF breakdown occurs at the 
same location in the TW-accelerating structure. The varia- 
tion of the front edge indicates that, during the duration of the 
RF macro-pulse, the starting time of breakdown gradually ad- 
vanced, because the vacuum deterioration caused by the pre- 
vious breakdown facilitates subsequent breakdowns, making 
them earlier every time. 

Note that because the detected power pulses on the oscil- 
loscope come from the RF voltage signals output by the di- 
rectional coupler after square-law detection, they are propor- 
tional to the power amplitudes. Fig. 5(b) shows that the for- 
ward power (the cyan curves, namely, Acc+) detected by the 
directional coupler increases when breakdown occurs, and the 
duration of the increased portion is the same as that of the re- 
flected pulse. This indicates that the directional coupler is 
no longer matched after breakdown, resulting in the reflected 
voltage being reflected again here and superimposed on the 
detected forward voltage pulse, thus forming an increase in 
the forward power amplitude. 


C. Fault Locating for the HUST injector 


As mentioned in Subsection IV.B, both reflection and trans- 
mission will occur at the breakdown position. Meanwhile, 
because the absorbing loads are applied at the end of the 
TW-accelerating structure instead of a traditional output cou- 
pler, the residual power will be completely absorbed; thus 
the final terminal is always matched and there’s no reflection. 
Therefore, according to the TL theory introduced in the previ- 
ous sections, the grid chart describing the wave process after 
breakdown for the TW-accelerating structure at the HUST in- 
jector can be plotted (Fig. 6). In the figure, the green solid 
lines represent the reflections at the detecting point; given 
their limited amplitude contributions, which cannot be dis- 
played by the oscilloscope, further multireflections at the fault 
point can be ignored for simplification. Furthermore, because 
the directional coupler has been installed on the short waveg- 
uide connected to the first cell of the TW-accelerating struc- 
ture, and the wave speed therein equals that of light, the ini- 
tial terminal was assumed to be combined with the detecting 
point in the equivalent TL. 

Given the wave process analyzed above, and by consider- 
ing the characteristics of the directional coupler, the voltage 
amplitudes established at its two ports can be identified, as 
illustrated in Figs. 7(a) and 7(b). As mentioned in the pre- 
vious subsection, the reflection wave will contribute to the 
detected forward voltage, and steps can be observed in Fig. 
7(a). Meanwhile, because the established voltage at the ini- 
tial terminal will compensate for the reverse voltage wave, 
the voltage amplitude detected at the reverse port of the direc- 
tional coupler should have the pattern shown in Fig. 7(b). In 


Fig. 6. Wave process in the TW-accelerating structure at the HUST 
injector. 


addition, because two square-law detectors were adopted to 
detect the signals, closer representations of the actual wave- 
forms on the oscilloscope are shown in Figs. 7(c) and 7(d). 
To be consistent with Fig. 5(b), the waveform schematics are 
plotted inversely. Note that only the delay times of relative 
macro-pulses in the detected waveforms need be addressed 
according to Eq. (2), and the transmission and reflection co- 
efficients are also unknown. Consequently, the voltage wave- 
forms plotted in Fig. 7 are only schematic diagrams, and their 
amplitudes do not represent the real values. 


u(t) (a) a u(t) (b) 


4ui(t) (c) puii) (d) 
0 ff # + 9 E sooo 
Fig. 7. Schematics of waveforms at the entrance of the TW- 


accelerating structure: (a) forward voltage, (b) reverse voltage, (c) 
forward power, and (d) reverse power. 


According to the analysis performed in Sections II and III, 
after distinguishing the trailing edges of the incident and re- 
flected pulses, the RF breakdown location can be obtained 
by using Eq. (2). Similar formulas have been given in Refs. 
[28], [45], and [46], and it is not difficult to verify that they 
are consistent with Eq. (2) after appropriate derivations using 
geometrical relationships of the pulses. However, obviously, 
the method proposed in this context will be more convenient 
and accurate, because only the width parameter, (t{~t,), need 
be detected online, while in these other studies, three widths, 
involving four edges, corresponding to (¢,~0), (t,t), and 
(titi) in Fig. 1(d), must be measured. Moreover, as illus- 
trated by Fig. 5(b), the front edge of the reflection signal is 


not sharp and is not stable for each pulse. In contrast, the 
trailing edge, which is the exact factor relevant to the fault 
location, is relatively stable and suitable for measuring. In 
addition, the trailing edge of the incident pulse can be given 
independently and will be not affected by the instability of the 
reflection signal. 

As mentioned in Subsection IV.A, the TW-accelerating 
structure at the HUST injector is a typical SLAC-like tube, 
but it only contains 19 normal cells followed by 4 absorb- 
ing loaded cells. According to the design parameters of the 
TW accelerator, the filling time of the entire tube is 0.318 us, 
while that of the last cell is 0.016 us. Given that the round- 
trip time measured from Fig. 5(b) is (ti "t,) = 0.608 us, it 
can be judged that breakdown might occur in the 23"¢ cell, 
which is specifically located at the lower end of the cell. This 
is exactly where the load-coating is located. This also proves 
the reliability of the previous preliminary judgment given in 
Subsection IV.A. 


V. FURTHER CONSIDERATIONS AND DISCUSSION 


In this section, we further apply TL theory to the TW- 
accelerating structure and discuss how to extend the proposed 
time-based fault-locating method. 


A. Discussion of More General Situations 


As mentioned in Section II, the amplitude of the accel- 
erating voltage is constant in the TW-accelerating structure, 
but the power actually attenuates along the cell number to 
build the accelerating field. Corresponding attenuation fac- 
tors are determined by the accelerating structure and do not 
vary with the incident power, and Fig. 2 also gives the attenu- 
ation factor distribution of the SLAC TW-accelerating struc- 
ture. In other words, the constant-gradient constant-phase- 
velocity TW-accelerating structure can be equaled to a uni- 
form lossless multisegment TL with different wave velocities 
for each segment. 

However, for industrial accelerators, both the phase veloc- 
ity and gradient are generally not constant. To achieve a high 
capture rate, the phase velocity is generally increased cell by 
cell and then stabilized around the speed of light, and the cor- 
responding accelerating gradient also has the same distribu- 
tion trend. Nevertheless, after each cell is filled by the ac- 
celerating field, it can still be regarded as a uniform lossless 
TL segment, while the unequal gradient will only affect the 
voltage amplitude observed at the initial terminal. Because 
the proposed fault-locating method relies only on the trailing 
edge distance of the RF pulse signals rather than their ampli- 
tudes, it is feasible to extend the application of the proposed 
method to nonuniform TW accelerators under known struc- 
ture parameters. 

To verify such an extension, an industrial accelerator with 
a nonuniform TW structure was considered [50]. The distri- 
butions of the phase velocity 8, and accelerating gradient Em 
along the cell number are illustrated in Fig. 8(a). To improve 


the capture rate to >90%, both 6p and Em were designed to 
grow monotonically with cell number for the first 25 cells, 
and the latter stabilized at ~19 MV/m for the last few cells, 
while the former returned to light speed. By utilizing the same 
analysis as in Section III, an equivalent TL model with dif- 
ferent segments has been constructed for a nonuniform TW 
accelerator. 
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Fig. 8. (a) Phase velocity and accelerating gradient distributions of 
the nonuniform TW accelerator. (b) Voltage waveforms at the ini- 
tial terminal with different settings of stimulating pulse width and a 
faulty segment. 


After establishing a TL circuit model similar to that in Fig. 
3(a), corresponding circuit simulations have also been per- 
formed to observe the voltage waveforms at the initial termi- 
nal. To demonstrate the results clearly, four simulating wave- 
forms with different settings of stimulating pulse widths and 
faulty segments are plotted together in Fig. 8(b). Note that, 
because only the pulse edge distances are relevant, for sim- 
plification, the driving voltage was still set to the constant 
value of 400 V and the switch delay time was set to 1.5 us. 
By measuring the round-trip time (ti — t,) from the simula- 
tion results as marked in Fig. 8(b), according to the proposed 
method denoted by Eq. (2), the fault location can be deter- 
mined to be consistent with the initial settings. 

In essence, the pulse-refection method makes use of the 
transient response in the time domain of the TL under the 
excitation of a rectangular pulse, and it uses the reflection de- 
lay time from the fault point combined with the equivalent 
wave speed to deduce the fault location. The proposed ap- 
proach does no’t involve pulse amplitudes, which indicates 


that it can be extended to nonuniform TW-accelerating struc- 
tures as well. Consequently, if only the length of each cell in 
the TW accelerator and the corresponding group velocity are 
known, the approach relevant to Eq. (2) can always be ap- 
plied to obtain the fault position information. In other words, 
the fault-locating method proposed in this context can be ex- 
tended to more general cases of TW accelerators. 


B. Improved Locating Method for a Constant-Impedance TW 
Accelerator 


Furthermore, for a constant-impedance accelerator with an 
uncertain group velocity, a more convenient fault-locating 
method can be obtained by combining the equivalent TL the- 
ory. Because the group velocity is constant, Fig. 1(b) can 
be recalled here to develop the following improvement: As 
marked in the figure, tfe and tte denote the arrival times of 
the front and trailing edges, respectively, at the exit of the ac- 
celerator. For a TW-accelerating structure with a length of l, 
RF detectors can be conventionally installed on both the input 
and output couplers, and so it is reasonable to assume that tfe 
and tte can be measured online. Similar to the deduction of 
Eq. (1), fault location can be obtained based on the detected 
delay time of the pulse at the exit of the tube: 


I-e = vte- (g - #7): (4) 


Combining Eqs. (1) and (4) eliminates the influence of the 
group velocity, and corresponding formula can be expressed 
as 


_ 1h = t) 
= GE)" (5) 


Finally, for the constant-impedance TW-accelerating struc- 
ture, the RF breakdown location can be determined without 
needing to know the group velocity. Because the directional 
couplers for RF detection are conventionally installed at both 
the entrance and exit of the tube, the improved approach de- 
noted by Eq. (5) is quite practical. 


VI. CONCLUSIONS 


An economically convenient method for breakdown anal- 
ysis and location identification in TW-accelerating struc- 
ture was introduced on the basis of TL theory. By recall- 
ing the fundamental theory of the TL transient response in 
the time domain, the equivalence relation between the TW- 
accelerating structure and the TL was established first. An- 
alytical derivations for the fault-locating method in the TL 
were demonstrated by using grid charts, and the equivalent 
circuit simulations were performed to verify the analysis by 
taking the classical SLAC TW-accelerating structure as an 
example. Both the theoretical and simulation results indi- 
cated that it is reasonable to equate the constant-gradient TW- 
accelerating structure as a whole TL composed of multiple 


segments of uniform lossless TLs and that the accelerating 
voltage in the structure can be regarded as a TW traversing 
with a series of group velocities in the multisegment TL. 
Furthermore, after elaborately analyzing the recoverable 
RF breakdown phenomena observed before, the proposed 
fault-locating method was applied to the HUST injector to 
find the breakdown position in the TW-accelerating structure. 
Combined with the experimental data as well as the adopted 
solution at that time, the following conclusions can be made: 
The fault location obtained via the proposed TL-based ap- 
proach is feasible and consistent with the previous experimen- 
tal judgement. In addition, by analyzing the characteristics of 
the time-based fault-locating method, further considerations 
involving more general TW accelerators were investigated to 
extend the applications of the proposed method. The corre- 
sponding analyses were also verified by using circuit simu- 
lations. Moreover, for another typical TW-accelerating struc- 
ture with a constant-impedance structure, an improvement for 
the TL-based locating method was explored and discussed 
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